Assessment of operator variation in flow cytometry measurements using gauge repeatability & reproducibility techniques

This item was submitted to Loughborough University's Institutional Repository by the/an author.


Additional Information:

• This paper was accepted for publication in the journal Cytotherapy, and the definitive published version is available at https://doi.org/10.1016/j.jcyt.2018.02.216 This is a conference poster abstract presented at ISCT 2018, Montreal, Canada, 2-5 May 2018.

Metadata Record: https://dspace.lboro.ac.uk/2134/37133

Version: Accepted for publication

Publisher: © Elsevier on behalf of International Society for Cellular Therapy

Rights: This work is made available according to the conditions of the Creative Commons Attribution-NonCommercial-NoDerivatives 4.0 International (CC BY-NC-ND 4.0) licence. Full details of this licence are available at: https://creativecommons.org/licenses/by-nc-nd/4.0/

Please cite the published version.
ASSESSMENT OF OPERATOR VARIATION IN FLOW CYTOMETRY MEASUREMENTS USING GAUGE REPEATABILITY & REPRODUCIBILITY TECHNIQUES

R. Grant¹, K. Coopman², S. Mayer³, B. Kara³, J.J. Campbell⁴, J. Braybrook⁴, J. Petzing¹

¹Wolfson School of Mechanical, Electrical and Manufacturing Engineering, Loughborough University, Loughborough, United Kingdom, ²Department of Chemical Engineering, Loughborough University, Loughborough, United Kingdom, ³GlaxoSmithKline, Stevenage, United Kingdom, ⁴LGC, Teddington, United Kingdom

An existing large scale analysis of variation of starting materials for Hematopoetic Stem Cell Therapies has highlighted the potential for deviations of practice in operator use of flow cytometers at single centre clinical facilities. This has potentially led to a variation of Quality Control data within cell therapy bioprocessing at distinct stages such as sample preparation, cytometer setup, data processing and results interpretation. A quantitative understanding of operator impact on results would significantly contribute to meeting and defining manufacturing quality control standards, as well as progressing regulatory guidance for measurement uncertainty when interpretation of results is required to sign off material for testing and release.

Various efforts are being pursued to minimise this variation and the consequential impact on reported flow cytometry data. External Quality Assessment Schemes focus on inter-laboratory variation of results when a standard sample and uniform operator training are provided, whilst EuroFlow protocols provide a standard analysis template to use with local samples. Furthermore, automated software is abundant for flow cytometry, but is often met with scepticism among operators. Little has been published on intra-laboratory variation for flow cytometry, which is the basis of this developing research, providing a bottom-up approach to quantification.
Gauge Repeatability & Reproducibility studies have been conducted with single site research, process, and quality control based participants from Loughborough University, GlaxoSmithKline and LGC. Participants analysed predefined Flow Cytometry data that encompassed a wide range of deviation, from simple histogram gating of overlapping peaks to full gating derivation of certain subsets of cells. Analysis of the results has shown large variation of output data and results between operators and contributory variation between operators with all levels of experience. However, application of even simple diagrammatical reference aids significantly reduced operator variation, providing supporting evidence for the introduction of more streamlined protocols to improve the confidence in, and the potential for enhanced precision of flow cytometer results.